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Abstract In this work a new distal interlocking system has
been developed which is easy to use, allows a reduction of
the operating time and consequently the exposure to radi-
ations both for surgeon and patient. The main goal of this
study has been the design of a new intramedullary nail for
tibial fractures able to simplify and speed up the distal lock-
ing operation phases. After a preliminary stage during which
several candidate concepts have been proposed and analysed,
the best solution has been developed and deeply investigated.
The new system, called “expansion nail”, has been firstly
modelled by setting up a full parametric CAD model and,
then, tested by running non linear FEM analyses to evaluate
stresses and stability of the joining during normal working
conditions. The new design has shown very high mechanical
stability in the axial compression and torsional load cases.
Since its very simple self-locking system, the new expansion
intramedullary nail would reduce the operating time and the
exposure to radiations for the surgeons as well as the patients.
Keywords Virtual prototyping · Intramedullary nail · Non
linear FEM analyses · Parametric CAD model · Redesign
1 Introduction
Intramedullary nails are increasingly applied in stabilization
of long bone fractures because of their advantages with regard
to conventional approaches [1,2]. Even if the optimal treat-
ment for severe bone fractures represents a debated question
[3], stabilization of long bones fractures has been obtained
more and more through intramedullary nails. That because
T. Ingrassia (B) · A. Mancuso
Dipartimento di Ingegneria Chimica, Gestionale, Informatica,
Meccanica, University of Palermo, Palermo, Italy
e-mail: tommaso.ingrassia@unipa.it
this kind of approach is minimally invasive thus allowing
patient early full weigh-bearing and reduces the long time
immobilization problems [4]. Intramedullary nails, more-
over, compared with other types of fixator, like the external
implants (plates for osteosynthesis [5], present the advantage
of reducing trauma to the soft tissues [6]. This surgical tech-
nique, based on special nails (Fig. 1), is largely used for the
long bones fractures, especially in the diaphyseal humeral,
tibial and femoral ones, when the fracture involves the region
between the two extremes (epiphyses) [7]. It consists of metal
nails inserted into the medullary canal of the bone, that can
be reamed if necessary. In the past, several designs have been
proposed depending on the particular clinical requirements.
One of the most common solution is the locked nail, used to
prevent any relative rotation or sliding movements between
the two bone extremities [8]. The static proximal and distal
locking, in fact, maintains length and alignment of the sys-
tem, provides good stability for soft tissue and bone healing,
and allows early mobilisation.
Usually, two kind of fixing techniques are used: static and
dynamic [9]. In static fixing, the ends of the nail are locked,
both in the proximal and the distal parts (Fig. 2) of the frac-
tured bone. In dynamic fixing, instead, the nail is fixed only
at one end of the bone (proximal or distal depending on the
location of the fracture); whereas the opposite extreme is
free to slightly slide inside the bone [10]. The locking, gen-
erally, is obtained using screws positioned at the proximal
and distal extremes of the bone (Fig. 3). Nevertheless, even
if the problem of the proximal locking is solved, the distal
locking technique still needs improvements. Usually, in fact,
it is made manually, through a centering framework fitted
to the proximal end of the nail. Due to the implant defor-
mation during the insertion through the medullary canal, it
is quite difficult to place the screws correctly. This proce-
dure requires very long operating times and, consequently, a
123
Author's personal copy
Int J Interact Des Manuf
Fig. 1 An intramedullary nail
long exposure to ionizing radiation for surgeon, medical staff
and patient. Thus, many times, surgeons are forced to leave
the nail unstable reducing, in this way, the effectiveness of
the intramedullary nailing technique. Moreover, the use of
transversal screws can increase the risk of neuro-vascular
damage slowing down the healing process [11].
Many solutions have been proposed to simplify the inser-
tion of the distal screws [12,13] but, unfortunately, none of
them has been able to fully solve the locking problems. For
these reasons some alternative devices have been developed
basing on the expansion of anchoring fins or flanges [14–16].
Also these solutions, nevertheless, have shown some prob-
lems related to the system stability and high stress peaks at
the bone-nail interface [17].
To overcome these problems, in this paper a new intra-
medullary nail is presented. The so-called “expansion nail”
allows to lock the system in a very effective way, to reduce the
operation time and to optimize the nail-bone surface interac-
tion so reducing the contact stress at the interface.
Fig. 2 Parts of bone: a proximal, b diaphyseal and c distal
2 Designing method
The new nail concept design has been developed following
the classical redesign guidelines [18] and the principles of the
simultaneous engineering approach [19]. First of all, basing
on the main redesign process requirements and constraints, a
large number of concepts have been proposed; after, some of
the most promising solutions have been evaluated through the
concept screening and concept scoring methods [18]. During
the whole redesign process, in agreement with the simulta-
neous engineering principles, several standpoints related to
the surgeons requirements, the manufacturing problems, the
constraints on the nail functionality, etc., have been taken
into account.
2.1 Nail concepts
First of all, a preliminary study of the state of the art has
been carried out, through the analysis of the main advantages
and drawbacks of the standard solutions. After, different nail
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Fig. 3 Locking of the nail
through screws
concepts have been proposed by considering the following
main requirements:
• easiness of the distal locking;
• stability of the intramedullary nail; this characteristic (in
terms of torsional and sliding stability), in fact, ensures
a fast and active mobilization of the injured limb, which
permits, in some cases, an immediate full loading;
• reduction of the radioscopical exposure time;
• reduction of the surgical time;
• possibility to use a guide-wire, that simplifies the inser-
tion and centering operations of the nail inside the bone
(that can be easily achieved using a holed nail to allow
the wire insertion);
• anatomic (ergonomic) shape of the nail to facilitate both
insertion and extraction.
The most interesting concepts proposed (mainly obtained
through the brainstorming technique) can be grouped into
the following main typologies that make use of nails with:
• fixed, removable or sliding guides (A);
• internal screws (B);
• expansion flanges (C).
Some sketches related to the concepts A, B and C are
shown in Figs. 4, 5 and 6. The concepts A are quite similar to
current standard solutions [20,21]. They also use screws fixed
through the bone for the distal locking but, unlike existing
nails, they propose improved centering guides to drill the
distal part of the bones. Concept B, instead, does not need to
drill the bone for distal locking. In this solution, in fact, four
screws, placed at the distal part of the nail, can be screwed
in the internal part of the bone only acting on a rotating bar.
The penetration of the screws tips on the bone should allow
the implant locking. The sketch of the concept C is shown in
Fig. 6. This solution makes use of four expanding flanges to
lock the distal part of the nail-bone system.
After the analysis of the proposed concepts, carried out
using two different selection matrices (concept screening and
scoring), the expansion nail (concept C) has been chosen as
the best solution.
3 Characteristics of the new intramedullary nail
The new intramedullary nail is composed of two main parts:
an ergonomic cylindrical body and an internal screw. The
ergonomic cylindrical body represents the core of the nail.
It has an axial hole to allow the use of a guide-wire that
simplifies the insertion of the nail. The distal side of the nail
(Fig. 7) has four expanding flanges, whose external surfaces
are knurled to increase the friction with the inner surface of
the tibia ensuring high sliding and torsion stability. These
flanges are long enough to allow a large contact area at the
nail/bone interface, avoiding, in this way, high stress peaks.
The expansion of the flanges is made by a particular holed
screw (Fig. 8) with a taper pin on its lower end. The upper
end of the screw, instead, has a hexagonal shaped hole for
the insertion of a flexible Allen key. The pin is pulled inside
the nail by means of the screw and, consequently, the nail
expands itself as shown in Fig. 9.
Before to insert the nail, the tibia is bored (by a milling
tool) in order to obtain a better (more regular) shape of its
inner surface. When the milling phase is completed, the nail
is inserted in the tibia, using a particular aid-tool, similar to a
handle. Once positioned, the nail can be fixed at the upper and
the lower ends. The proximal (upper) fixing is performed by
radial screws, inserted through skin incisions and holes made
on the bone. In the standard nails, the same procedure is used
for the distal fixation. Through the new designed nail, instead,
it is possible to fix the lower end without any skin incision
or bone hole. In fact, by using a flexible hexagonal torque
key, the screw is rotated until the flanges expand themselves.
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Fig. 4 Concepts “A”. Nails
with fixed (left) and sliding
(right) guides
Fig. 5 Concept “B”. Nail with internal screws Fig. 6 Concept “C”. Expansion nail
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Fig. 7 Body of the expansion nail
Fig. 8 Internal screw of the expansion nail
The expansion ensures that the external surfaces of the nail
get in contact with the internal surface of the tibia, producing
the required pressure for the stability of the distal locking.
The nail expansion, then, must assure the suitable values of
the friction forces able to eliminate any sliding or rotation of
the implant under the usual working loads but, also, it should
avoid any damage of the bone structure whose mechanical
properties are highly variable according to species, age, etc...
In particular, a maximum torque value of about 20 Nm is
needed to fix the nail in a young healthy bone, which has
very good mechanical characteristics.
4 Virtual prototyping of the expansion nail
A virtual prototype of the designed nail has been set up
to deeply investigate the new system. At first, a full para-
metric CAD model has been created with Solid Edge. The
CAD model of the tibia, instead, has been created through
Fig. 9 The expansion of the flanges is obtained by pulling the taper
pin inside the nail
Fig. 10 CAD model of the expansion nail and the tibia
computerised tomography images. This model is also avail-
able at the 3dcontentcentral web site [22], an online free CAD
models library. The model of the bone has been subdivided
into two parts to simulate a full fracture in the middle of the
tibia. The screws used to fix the proximal part of the bone
have been also modelled in a simplified way (only consider-
ing the cylindrical part of the stem) (Fig. 10).
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Fig. 11 Check of the assembly sections during the interference
analysis
A preliminary interference analysis to verify the coupling
between the nail and the bone has been made with Solid Edge.
Several sections of the assembly (Fig. 11) have been checked
to exclude compenetrations between the components of the
implant and the tibia.
Successively, a FEM model of the assembly has been car-
ried out with the aim of estimating the structural behaviour of
the nail and evaluating the performances of the system under
the normal working conditions.
4.1 Finite element models set up
The new designed “expansion nail” has been studied by
means of non linear FEM analyses using the numeric code
ANSYS. The FEM analyses have been set up to verify the
effectiveness of the distal locking, to define the right nail
positioning inside the bone and to evaluate the nail behaviors
(in terms of mechanical resistance) under the usual working
loads [23] to which the tibia is subject after the surgery.
The first step has been the importing of the CAD models
in the FEM package. Thus, the nail components and the bone
models have been meshed by using solid elements with ten
nodes and 3 degrees of freedom for each node. Because of the
particular shape of the tibia, tetrahedral elements have been
used for the mesh (Fig. 12); nevertheless, to obtain all the
same very accurate results, the quadratic formulation of the
displacement function has been used for the finite elements.
After meshing the models, the contact surfaces among dif-
ferent components have been identified. In particular, the
contact surfaces nail/internal screw with taper pin, nail/tibia,
nail/distal screws and tibia/distal screws have been defined.
Moreover, to reduce the simulation time without reducing
Fig. 12 Mesh of the tibia model
Fig. 13 Surfaces of the nail and internal screw used as contact areas
the result accuracy, only particular select areas (and not the
whole components surfaces) have been used as contact pairs,
as shown in Fig. 13, where only restricted parts of the nail
(flanges) and the internal screw (taper pin) have been selected
to consider the nail/internal screw contact couple.
The material used for the nail is the Ti6Al4V (90 % tita-
nium, 6 % aluminum, 4 % vanadium), a titanium alloy largely
employed for medical implants but also used in several indus-
trial sectors like aerospace, chemical, marine and automo-
tive. Ti6Al4V alloy is a very favourable material for medical
implants thanks to its mechanical characteristics (e.g. good
tensile strength and compression, good resistance to fatigue
and corrosion) and, especially, its excellent biocompatibility
level which represents an essential property for orthopaedic
implants. Table 1 shows some of the main mechanical prop-
erties of a common Ti6Al4V alloy, whose values also depend
on the technological processes and heat treatments.
Basing on previous works [24–26] on the characteriza-
tion and modeling of the mechanical properties of a bone
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Table 1 Mechanical properties of the Ti6Al4V
Yield strength (MPa) Ultimate strength (MPa) Young modulus (GPa) Poisson coefficient
760–895 1,140 80–125 0.29–0.39
Table 2 Mechanical properties of tibia
Main mechanical properties (GPa) of the cortical bone
E1 6.91
E2 8.51
E3 18.4
G12 2.41
G13 4.91
G23 3.56
v12 0.49
v13 0.14
v23 0.12
structure, the tibia material has been considered having a
linear, elastic, orthotropic behavior, following the Hooke’s
laws. Moreover, to simplify the FEM analyses, the layered
structure of the bone has been neglected by only consider-
ing the cortical bone. This simplification does not introduce
any remarkable error because the trabecular bone structure
has very low mechanical properties but, also, because most of
the trabecular parts in the bone-implant interface are removed
during the regularization drilling phase. The main mechan-
ical properties of the bone material are shown in Table 2.
Concerning the radial screws used for the proximal locking,
common steel mechanical properties have been used (Young
modulus = 210 Gpa and Poisson coefficient = 0.3).
Finally, to complete the FEM model, the suitable boundary
conditions (loads and displacements) have been imposed on
the nail components and the tibia. This step was carefully
carried out to correctly simulate the real working conditions
but also to simplify the assembly FEM model.
4.2 Simulating the working conditions
Three different load cases have been considered. In the first
one, the expansion of the flanges due to the taper pin insertion
has been analysed, the second and third load cases, instead,
have been defined to simulate, respectively, a compression
and torsion testing.
4.2.1 Expansion load case
To simulate the insertion of the taper pin needed to expand the
nail flanges, a z-axis displacement equal to 30 mm has been
imposed on the lower end surface of the taper pin simulat-
Fig. 14 Expansion of the nail
ing, in this way, its total insertion inside the nail. Moreover,
additional boundary conditions have been imposed on the
external surface of the bone to avoid any irregular movement
of the assembly. Figure 14 shows the obtained expansion of
the nail according to the imposed boundary conditions. Two
different sections of the nail/tibia assembly, before and after
the expansion of the flanges, are shown in Fig. 15. One can
note that the inner surface of the bone (even if the tibia is
reamed) has an irregular shape and that causes a not uni-
form contact between the external surface of the nail and the
tibia, but also not symmetrical displacements of the flanges in
radial directions (Fig. 16). For this reason, the pressure distri-
bution generated at the contact surfaces between nail/screw
and nail/tibia is not uniform. Despite this, the contact pres-
sure distribution (Fig. 17), even if irregular, ensures admis-
sible stress values and it is enough to guarantee the distal
locking of the tibia, as verified in the following compression
and torsion tests. The maximum pressure value at the nail-
bone interface is comparable with the one calculated in the
contact between the screws (used for the proximal locking)
and the bone.
4.2.2 Compression load case
Starting from the expansion load case, which represents the
initial working condition, additional boundary conditions
have been imposed to the FEM models. The compression
analysis is useful to verify the stability of the distal lock-
ing as well as calculating the stress distribution on the nail
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Fig. 15 Comparison of the nail/tibia sections before (on the left) and after (on the right) the expansion
Fig. 16 Coloured map of the
displacements of the nail along
the X-axis
Fig. 17 Contact stress
distribution at the nail/pin
interface during expansion
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Fig. 18 Compression test: imposed boundary conditions and reactions
components and on the bone. It is very important, in fact, to
know the stresses distribution on the tibia, to be sure that the
new nail is safe and does not cause, under the usual working
loads, any new post-fracture of the tibia. The compression
test has been set up by imposing 700 N of axial load (equiv-
alent to the weight of a patient of approximately 70 kg) [27]
on the upper (plane) surface of the tibia. On the opposite
side, a constraint on the axial displacement (z-axis direction)
has been applied on the tibia to impose a pure compression
load on the nail/tibia assembly. The boundary conditions and
the reactions forces acting on the FEM model are shown in
Fig. 18. Some reaction forces can be noted on the distal part
of the assembly: this confirms the correct contact between
the nail and the tibia. The obtained results, moreover, show
no relative axial displacements of the bone parts so demon-
strating the effectiveness of the distal locking. As regards
the contact pressure at the nail/tibia interface, its distribution
is almost unchanged in comparison with the expansion load
case results. Only a slight increase of the maximum values
has been noted. Figures 19 and 20 show the Von Mises stress
maps on the tibia and the nail. In the bone the most stressed
regions are those far from the fracture; the middle of the tibia
is practically unloaded. This confirms the efficacy of the lock-
ing obtained through the expansion nail. As expected, in fact,
loads are transmitted from the bone to the nail through the
proximal screws but also by the interface between the flanges
and the distal part of the tibia.
The obtained results show the range of stress values on the
distal part of the bone are largely admissible, they, in fact,
vary from 50 to 70 Mpa. The calculated safety factor is higher
than 2, considering the ultimate strength of the cortical bone
as about 150 MPa. Also in the nail, as expected, the proximal
and distal areas are the most stressed. The range of stress
values, in this case, vary from 130 to 250 Mpa. These values
are largely lower than the yield strength (760–895 MPa) of
Fig. 19 Compression test: Von Mises stress map on the tibia
Fig. 20 Compression test: Von Mises stress map on the nail
the Ti6Al4V alloy used for the nail. Finally, the maximum
Von Mises stress calculated on the proximal locking screws
is about 130 Mpa.
4.2.3 Torsion load case
Usually, even if the normal working condition of a fractured
tibia should only be a cyclical compression load, accidental
torsional loads can also occur. For this reason, a torsion test
has been executed on the new expansion nail to evaluate the
implant performances when subjected to torsional loads. This
kind of test, moreover, is experimentally performed when real
nail prototypes must be verified. In this case the setup of a
torsion testing machine has been modelled. In particular, the
device shown in Fig. 21 has been modelled and connected to
the upper surface of the tibia. The opposite side of the bone,
instead, has been constrained along the x, y and z direc-
tions. To simulate a torque value equal to 8 Nm (this value
is commonly used during stiffness tests of long bones [27]),
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Fig. 21 Device used to apply the torsional load on the tibia
Fig. 22 Torsion test: Von Mises stress map on the tibia
a pressure of 1.42 MPa was applied on the four faces of the
device. The obtained results, in terms of Von Mises stress
distributions, are presented in Figs. 22 and 23.
The maximum stress value measured on the distal part of
the bone is about 70 Mpa; this value, as noted in the previ-
ous section, is largely lower than the ultimate strength of the
cortical bone material (about 150 Mpa) and this represents a
good result in terms of tibia resistance under accidental tor-
sional loads. Figure 22, moreover, shows another very inter-
esting result: the middle part of the fractured bone is fully
unstressed. This event demonstrates the effectiveness of the
expansion nail; external loads, in fact, are transmitted from
the distal part to the proximal one of the tibia (by means of
the nail) without stressing the fractured region of the tibia
itself.
Concerning the nail, the obtained results show some dif-
ferences in terms of stress distribution in comparison with
the compression load case. In particular, a slight stress val-
ues increasing has been noted near the proximal screw holes.
Fig. 23 Torsion test: Von Mises stress map on the nail
Also in this case, nevertheless, the most stressed areas are
those related to the proximal and distal locking regions but,
in a similar way, the maximum evaluated Von Mises stress
(about 280 MPa) is much smaller than the material yield
strength. During the torsion load case, the proximal screws
are more stressed than the compression test but the maximum
Von Mises stress is still lower than the yield strength of the
used steel.
The contact pressures at the nail/tibia interface are similar
to the ones obtained in the compression testing. No rela-
tive movement has been noted between the implant and the
bone, so demonstrating how the friction tangential forces are
enough to avoid any rotation of the nail, ensuring a good
distal locking and an optimal load transmission between the
nail and the tibia.
5 Conclusions
The intramedullary nail technique has the advantage to
reduce the period of immobilisation of patients with frac-
tured bones allowing the partial use of the limb as soon as
after the operation. Moreover, this surgical technique is quite
simple to adopt and it is not particularly invasive. The main
disadvantages are related to the distal locking of the nail that
requires long operation times and exposition to radiations for
the surgeon as well as the patient.
In this paper a new tibial intramedullary nail has been
designed. The new designed system, called “expansion nail”,
thanks to its innovative distal locking system, ensures the
axial stability of the system and simplifies the surgical pro-
cedure.
In order to test the mechanical properties of the new nail,
a virtual prototyping approach has been used. The imple-
mented fully parametric CAD model has been created to
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allow fast and easy changes of the shape, whereas the FEM
model of the nail/tibia assembly has been set up in order to
evaluate the system performances under the usual working
conditions.
Three different load conditions (expansion, compression
and torsion) have been investigated. From the obtained results
emerge the extension of the nail-bone interface area and the
produced contact stress are enough to ensure the system sta-
bility. No longitudinal or rotational sliding, in fact, has been
noted during the numerical simulations.
Moreover, as regards the stress distributions, in all the
analysed load cases, both the tibia and the nail have a maxi-
mum Von Mises stress largely lower than the materials yield
strengths.
Finally, based on the results of this study, it has been shown
that the new expansion nail represents an improvement over
the standard systems.
The proposed surgical implant is simple and needs only a
short time to learn the new distal locking technique. More-
over, unlike standard solutions, this procedure is mainly inde-
pendent on the expertise of the surgeon. Given the handling
advantages by the new self-locking intramedullary nail, the
use of this system would reduce the surgical operating times
and consequently the exposure to radiation for the surgeon
as well as the medical staff and the patient.
Future works would be addressed to clinical trials (per-
formed through real prototypes) to evaluate the performances
of the nail under normal working conditions. Moreover, addi-
tional tests could be carried out to estimate the fatigue life of
the implant subjected to cyclic loads.
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